
This article appeared in a journal published by Elsevier. The attached
copy is furnished to the author for internal non-commercial research
and education use, including for instruction at the authors institution

and sharing with colleagues.

Other uses, including reproduction and distribution, or selling or
licensing copies, or posting to personal, institutional or third party

websites are prohibited.

In most cases authors are permitted to post their version of the
article (e.g. in Word or Tex form) to their personal website or
institutional repository. Authors requiring further information

regarding Elsevier’s archiving and manuscript policies are
encouraged to visit:

http://www.elsevier.com/copyright

http://www.elsevier.com/copyright


Author's personal copy

European Journal of Radiology 81 (2012) e376– e380

Contents lists available at SciVerse ScienceDirect

European  Journal  of  Radiology

journa l h o me  pa ge: www.elsev ier .com/ locate /e j rad

Thyroid  shields  for  radiation  dose  reduction  during  cone  beam  computed
tomography  scanning  for  different  oral  and  maxillofacial  regions

Xingmin  Qu1, Gang  Li ∗,  Zuyan  Zhang2,  Xuchen  Ma3

Department of Oral and Maxillofacial Radiology, Peking University School and Hospital of Stomatology, #22 Zhongguancun Nandajie, Hai Dian District, Beijing 100081, China

a  r  t  i  c  l  e  i n  f  o

Article history:
Received 26 October 2011
Accepted 25 November 2011

Keywords:
Cone beam computed tomography
Radiation
Thyroid gland
Radiation protection
Radiation dosage

a  b  s  t  r  a  c  t

Aims:  To  evaluate  the  radiation  dose  level  during  cone  beam  computed  tomography  (CBCT)  scanning  for
the different  oral  and  maxillofacial  regions  with  and  without  thyroid  collar  shielding.
Materials  and  methods:  Average  tissue-absorbed  dose  for  a  DCT  PRO  CBCT  was  measured  using thermo-
luminescent  dosimeter  chips  in a  phantom  with  or without  applying  thyroid  collars.  Effective  organ  dose
and  total  effective  dose  were  derived  using  International  Commission  on  Radiological  Protection  (ICRP)
2007  recommendations.
Results:  The  total  effective  doses  for large,  middle  and  small  field  of  view  (FOV)  were  254.3  �Sv,  249.0  �Sv
and 180.3  �Sv,  respectively,  when  no  thyroid  collar  was  used.  Applying  one  thyroid  collar  around  the front
neck can  reduce  the  total  effective  doses  to 208.5  �Sv (18.0%  reduction),  149.1  �Sv  (40.1%  reduction)  and
110.5  �Sv (38.7%  reduction),  respectively.  When  two  thyroid  collars  were  used  around  the  front  and  back
neck, the  total  effective  doses  were  reduced  to  219.1  �Sv (13.8%  reduction),  142.0  �Sv (43.0%  reduction)
and  105.5  �Sv  (41.5%  reduction),  respectively.
Conclusions:  Thyroid  collar  can  reduce  the  radiation  dose  during  CBCT  scanning  for  the  oral  and  max-
illofacial  regions.  The  dose  reduction  becomes  more  significant  when  middle  or small  FOV  is chosen.

© 2011 Elsevier Ireland Ltd. All rights reserved.

1. Introduction

Cone beam computed tomography (CBCT) has been applied in
dentistry for more than ten years [1,2]. Compared to multi-slice
computed tomography (MSCT), CBCT can provide images of high
quality while utilizing cheaper equipments and potentially lower
radiation dose [3].  Thus, this technology has been widely applied in
diagnosis for oral and maxillofacial lesions [4–8]. Meanwhile, CBCT
scanning may  inevitably increase the radiation dose delivered to
patients. Therefore, concerns about the radiation doses from CBCT
scanning occurred [9–11].

Radiation dose should be reduced to a minimum without loss of
diagnostic information [12]. Dose minimization is more important
to children and young adults, who are more sensitive to radia-
tion. Thyroid gland is one of the most radiosensitive organs and
made a large contribution in total effective dose calculation during
CBCT scanning for the oral and maxillofacial regions [9].  Thyroid
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collar was  found to reduce radiation doses significantly during CBCT
scanning for the oral and maxillofacial regions by using the col-
lars tightly around the front neck of the patient. In this study, the
CBCT NewTom 9000 was  employed. This unit is one of the first gen-
eration CBCTs and provides supine position for patient (Qu et al.,
unpublished results).

Nowadays, most of CBCT units can provide different field of view
(FOV) for scanning. By reducing the FOV, the radiation dose can
be reduced [13,14]. Meanwhile, most of CBCT units employ a seat
or standing method to position the patient. Then, the question is
whether the thyroid collar is still effective when the patient is in
an upright position, and the FOV is reduced to a certain size during
scanning. The aim of the present study was  therefore to evaluate
the radiation dose level during CBCT scanning for the different oral
and maxillofacial regions with thyroid collars for a phantom in an
upright position.

2. Materials and methods

2.1. CBCT scanner

A DCT PRO (VATECH, Yongin-Si, Korea) CBCT scanner was
employed in this study. The machine uses a cone-shaped X-ray
beam centered on an area detector made from complemen-
tary metal oxide semiconductor transistor. Three FOVs are
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Table 1
Locations of TLD dosemeter chips as utilized by Ludlow to determine effective dose.

TLD ID Phantom location Rando
level

1 Calvarium anterior 2
2 Calvarium right 2
3  Calvarium posterior 2
4  Mid  brain 2
5  Pituitary 3
6  Right orbit 4
7 Left orbit 4
8 Right lens of eye 3
9  Left lens of eye 3

10  Left cheek 5
11  Right parotid 6
12  Left parotid 6
13 Right ramus 6
14  Center cervical spine 6
15 Left back of neck 7
16  Right mandible body 7
17 Left mandible body 7
18 Right submandibular gland 7
19  Left submandibular gland 7
20  Thyroid 9
21  Esophagus 9

available: 20 cm × 19 cm,  16 cm × 10 cm and 16 cm × 7 cm (diam-
eter × height). The large FOV (20 cm × 19 cm)  can include the
entire oral and maxillofacial regions while the middle FOV
(16 cm × 10 cm)  can include both the maxilla and mandible. In this
study, the small FOV (16 cm × 7 cm)  was specially adjusted for the
scanning of mandible. The scanning time was 15 s with a tube volt-
age of 90 kV and tube current of 7 mA.

2.2. Phantom

An anthropomorphic adult human male phantom (ART-210,
Radiology Support Devices, Inc., Long Beach, CA, USA) was used in
this study. The phantom was with tissue equivalent X-ray atten-
uating characteristics and closely conforms to the International
Commission on Radiation Units and Measurements specifications
[15].

2.3. Thyroid collar shielding technique

The CBCT scan was performed with applying 0.35 mm Pb thyroid
collar (model HRNG-I, Beijing Huaren Health Science & Technol-
ogy Developing Co., Ltd., Beijing, China) around the neck surface
of the phantom. To obtain a maximum protection, scans with two
collars placed around the front and back neck surface were car-
ried out as well. Thus, for each FOV setting, three scans were
completed:

1. without collar around the neck;
2. with one collar tightly around the front neck;
3. with two collars tightly around the front and back neck.

The placement of thyroid collars on the phantom was  shown in
Fig. 1.

2.4. Absorbed dose measurement

The absorbed doses were measured using thermolumines-
cent dosimeter (TLD) chips (LiF:Mg, Cu, P). Before the study, all
dosimeters were calibrated using Co-60 source. Three chips were
positioned at each of 21 locations within the head and neck region
of the phantom. The method presented by Ludlow et al. [11] was
used to position the TLD chips (Table 1). Prior to loading, the TLDs

Table 2
Estimated percentage of tissue irradiated and TLDs used to calculate mean absorbed
dose to a tissue or organ.

Fraction irradiated (%) TLD ID

Large and
middle FOV

Small FOV
for
mandible

Bone marrow 16.5 5
Mandible 1.3 1.3 13, 16, 17
Calvaria 11.8 2 1, 2, 3
Cervical spine 3.4 1.7 14

Thyroid 100 100 20
Esophagus 10 10 21
Skin 5 2 8, 9, 10, 15
Bone surface 16.5 5

Mandible 1.3 1.3 13, 16, 17
Calvaria 11.8 2 1, 2, 3
Cervical spine 3.4 1.7 14

Salivary glands 100 100
Parotid 100 100 11, 12
Submandibular 100 100 18, 19

Brain 100 20 4, 5
Remainder

Lymphatic nodes 5 5 11–14, 16–19, 21
Muscle 5 5 11–14, 16–19, 21
Extrathoracic airway 100 100 6, 7, 11–14, 16–19, 21
Oral mucosa 100 100 11–13, 16–19

were annealed at 240 ◦C for 10 min  and then cooled immediately to
ambient temperature. All TLDs were read within 90 min  after each
exposure using a BR2000D reader (Beijing Bochuangte Science &
Technology Development Co., Ltd., Beijing, China). The consistency
of dose measurement by the TLD system has been evaluated in the
previous study [13].

During each scanning, 6 non-irradiated TLDs were kept out-
side the scanning room to measure the background radiation dose,
which was subtracted from the measured dose values later on.
To ensure that even small radiation doses could be measured, the
phantom was  exposed five times during each examination proto-
col without changing the phantom position. It was assumed that
the radiation dose delivered on each exposure was the same when
the CBCT machine is well-maintained. Measured values from TLDs
at different positions within a tissue or organ were divided by five
to express the average tissue-absorbed dose per examination in
micro-gray (�Gy).

2.5. Effective dose calculation

As suggested by Roberts et al. [16], the average absorbed dose
and the percentage of a tissue or organ irradiated in an examination
(Table 2) were used to calculate the radiation weighted dose (HT)
in micro-sievert (�Sv).

Using the 2007 International Commission on Radiological Pro-
tection (ICRP) [17] recommended tissue weights (bone marrow:
0.12; thyroid: 0.04; esophagus: 0.04; skin: 0.01; bone surface: 0.01;
salivary glands: 0.01; brain: 0.01; remainder tissues/organs: 0.12),
the effective organ dose (�Sv) was  calculated as the product of the
equivalent dose and the relevant ICRP tissue weighting factor (wT).
The total effective dose was  summed over all the effective organ
doses (i.e. E =

∑
wT × HT).

2.6. Statistical analysis

Effective organ doses and the total effective doses resulting from
each protocol were assessed statistically using one-way ANOVA. A
significant difference was  considered when p < 0.05.
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Fig. 1. The placement of thyroid collars. (a) With one collar tightly around the front neck and (b) with two collars tightly around the front and back neck.

3. Results

Fig. 2 shows the images acquired from DCT PRO CBCT scans
with three FOVs. The total effective doses for large, middle and
small FOV were 254.3 �Sv, 249.0 �Sv and 180.3 �Sv, respectively,
when no thyroid collar was used. However, when one thyroid
collar was tightly around on the front neck, the total effective
doses were reduced to 208.5 �Sv (18.0% reduction), 149.1 �Sv
(40.1% reduction) and 110.5 �Sv (38.7% reduction), respectively.
With applying two thyroid collars tightly around the front and
back neck, the total effective doses could be respectively reduced
to 219.1 �Sv (13.8% reduction), 142.0 �Sv (43.0% reduction) and
105.5 �Sv (41.5% reduction).

As displayed in Table 3, by the use of thyroid collar, the effective
organ doses for thyroid gland and esophagus can be significantly
reduced to a low level (p < 0.05). Fig. 3 shows the effective organ
dose contribution to the calculation of total effective dose for each
FOV scanning.

4. Discussion

Reducing the size of the FOV is an available option that can
reduce radiation dose without loss of CBCT image quality. To
comply with the requirement for different diagnostic tasks, most
of the nowadays CBCT scanners can provide different FOVs for

scanning. The DCT PRO CBCT scanner is such a unit and can provide
three FOVs. The present study has examined radiation doses
(via a phantom) during the DCT PRO CBCT scanning for different
oral and maxillofacial regions. The total effective dose becomes
lower when scanning with a smaller FOV. On the other hand, the
same percentage of an irradiated tissue or organ was  used when
calculating the total effective dose for the large and middle FOV
examinations (Table 2), the calculated total effective dose with
large FOV may  be underestimated.

According to the Biological Effects of Ionizing Radiation VII
report, Health Risks from Exposure to Low Levels of Ionizing Radiation,
thyroid gland is particularly radiosensitive with stochastic effects
that specifically include the induction of thyroid carcinoma [18]. In
the CBCT scanning for oral and maxillofacial regions, thyroid gland
is often irradiated.

Thyroid collar can resist some X-ray delivered to the neck tis-
sue and organs. In a previous study, the thyroid collars could
result in a significant reduction on the effective organ doses for
thyroid gland and esophagus (Qu et al., unpublished results).
This is also confirmed by the present study. Therefore, thy-
roid shielding is strongly recommended during CBCT scanning
for the oral and maxillofacial regions. Since there is no signif-
icant difference on radiation dose reduction between the scan
with one collar on the front neck and that with two collars on
both the front and back neck, the use of one thyroid collar on

Fig. 2. The 3-D images acquired by DCT PRO with 3 sizes of field of view (FOV). (a) Large FOV, 20 cm × 19 cm;  (b) middle FOV, 16 cm × 10 cm and (c) small FOV for mandible,
16  cm × 7 cm.
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Table 3
Effective organ dose and total effective dose (�Sv) for the different scanning protocols of the DCT PRO.

FOV (cm)

20 × 19 16 × 10 16 × 7

1 2 3 1 2 3 1 2 3

Bone marrow 46.9 48.8 50.0 20.4 17.9 16.9 9.1 10.1 10.1
Thyroid 75.8 25.0* 29.1* 108.0 30.7* 29.6* 94.4 27.8* 27.8*

Esophagus 5.7 1.9* 2.0* 6.6 2.1* 1.9* 6.0 2.3* 2.3*

Skin 1.6 1.8 1.8 1.1 1.0 0.8 0.2 0.3 0.3
Bone  Surface 12.6 13.1 13.4 5.5 4.8 4.5 2.4 2.7 2.7
Salivary glands 32.1 33.2 36.2 37.8 32.8 29.6 22.8 21.8 19.1
Brain  17.4 18.6 18.5 2.9 2.7 2.5 0.2 0.2 0.2
Reminder 62.2 66.1 68.1 66.7 57.1 56.2 45.2 45.3 43.0
Total  254.3 208.5 219.1 249.0 149.1* 142.0* 180.3 110.5* 105.5*

Shielding methods: 1 without collar around the neck; 2 with one collar tightly around the front neck; 3 with two collars tightly around the front and back neck.
* p < 0.05.

the front neck is recommended during CBCT scanning of the
head.

Furthermore, applying thyroid collars can result in larger reduc-
tion on the total effective dose in CBCT scanning with middle or
small FOV than that with large FOV. The reason was that in CBCT
scanning with middle or small FOV, the effective organ doses of
thyroid gland contribute much more in the calculation of the total
effective dose (Fig. 3). Thus, when CBCT scanning is carried out with
middle or small FOV, the protection for thyroid gland becomes more
important.

Although the radiation dose was significantly reduced by the
use of thyroid collars, the total effective dose for middle FOV
(149.1 �Sv) was still higher than that for small FOV (110.5 �Sv).
Thus, according to the ALARA (as low as reasonably achievable)
principle, the small FOV should be selected on the premise that the
examination interest could be included.

A significant dose reduction of esophagus was  also observed in
the present study when applying thyroid collar. However, the total

Fig. 3. Contribution of irradiated organs to the calculation of the total effective dose.
(a)  Large FOV, 20 cm × 19 cm;  (b) middle FOV, 16 cm × 10 cm and (c) small FOV for
mandible, 16 cm × 7 cm.

amount of the dose reduced was  very small. This limits its contri-
bution to the effective dose calculation and results in a minimal
clinical significance.

Since the application of thyroid collars may  sometimes affect the
image quality of mandible, in order to avoid this effect, the patients
may  be asked to lift their chin to ensure the inferior border of the
mandible parallel to the horizontal plane during CBCT scanning.

5. Conclusions

In the present study, application of thyroid collar can reduce
radiation dose during CBCT scanning for the oral and maxillofacial
regions. The dose reduction becomes more significant when small
or middle FOV is selected for scanning.

References

[1] Mozzo P, Procacci C, Tacconi A, Martini P, Andreis I. A new volumetric CT
machine for dental imaging based on the cone-beam technique: preliminary
results. Eur Radiol 1998;8(9):1558–64.

[2] Arai Y, Tammisalo E, Iwai K, Hashimoto K, Shinoda K. Development of a com-
pact  computed tomographic apparatus for dental use. Dentomaxillofac Radiol
1999;28(4):245–8.

[3] White S, Pharoah M.  The evolution and application of dental maxillofacial imag-
ing  modalities. Dent Clin North Am 2008;52(4):689–705.

[4] Hassan B, Metska M,  Ozok A, van der Stelt P, Wesselink P. Detection of verti-
cal  root fractures in endodontically treated teeth by a cone beam computed
tomography scan. J Endod 2009;35(5):719–22.

[5] Grimard B, Hoidal M,  Mills M,  Mellonig J, Nummikoski P, Mealey B. Comparison
of  clinical, periapical radiograph, and cone-beam volume tomography mea-
surement techniques for assessing bone level changes following regenerative
periodontal therapy. J Periodontol 2009;80(1):48–55.

[6] Delamare E, Liedke G, Vizzotto M,  Da S, Ribeiro J, Silveira H. Influence
of  a programme of professional calibration in the variability of landmark
identification using cone beam computed tomography-synthesized and con-
ventional radiographic cephalograms. Dentomaxillofac Radiol 2010;39(7):
414–23.

[7] Katheria B, Kau C, Tate R, Chen J, English J. Bouquot. Effectiveness of impacted
and  supernumerary tooth diagnosis from traditional radiography versus cone
beam computed tomography. Pediatr Dent 2010;32(4):304–9.

[8] Barghan S, Merrill R, Tetradis S. Cone beam computed tomography imag-
ing  in the evaluation of the temporomandibular joint. J Calif Dent Assoc
2010;38(1):33–9.

[9] Ludlow J, Ivanovic M.  Comparative dosimetry of dental CBCT devices and 64-
slice CT for oral and maxillofacial radiology. Oral Surg Oral Med  Oral Pathol
Oral  Radiol Endod 2008;106(1):106–14.

[10] Tsiklakis K, Donta C, Gavala S, Karayianni K, Kamenopoulou V, Hourdakis C.
Dose reduction in maxillofacial imaging using low dose cone beam CT. Eur J
Radiol 2005;56(3):413–7.

[11] Ludlow J, Davies-Ludlow L, Brooks S, Howerton W.  Dosimetry of 3 CBCT devices
for  oral and maxillofacial radiology: CB Mercuray, NewTom 3G and i-CAT. Den-
tomaxillofac Radiol 2006;35(4):219–26.

[12] National Council for Radiation Protection and Measurements. Radiation pro-
tection in dentistry, Bethesda, MD,  2004: pp. 14–27.

[13] Qu X, Li G, Ludlow J, Zhang Z, Ma  X. Effective radiation dose of ProMax
3D  cone-beam computerized tomography scanner with different dental pro-
tocols. Oral Surg Oral Med Oral Pathol Oral Radiol Endod 2010;110(6):
770–6.



Author's personal copy

e380 X. Qu et al. / European Journal of Radiology 81 (2012) e376– e380

[14] Pauwels R, Beinsberger J, Collaert B, et al. Effective dose range for
dental cone beam computed tomography scanners. Eur J Radiol 2011,
doi:10.1016/j.ejrad.2010.11.028.

[15] International Commission on Radiation Units and Measurements (ICRU). Tissue
Substitutes in Radiation Dosimetry and Measurement (Report 44), Bethesda,
MD:ICRU, 1989: p. 189.

[16] Roberts J, Drage N, Davies J, Thomas D. Effective dose from cone beam CT
examinations in dentistry. Br J Radiol 2009;82(973):35–40.

[17] Valentin J. The 2007 recommendations of the international commission on
radiological protection. Publication 103. Ann ICRP 2007;37:1–332.

[18] National Research Council. Committee to Assess Health Risks from Exposure
to Low level of Ionizing Radiation. Health Risks from Exposure to Low Levels
of  Ionizing Radiation: BEIR VII phase 2. Washington, DC: National Academies
Press; 2006.


