
In-vitro assessment of the accuracy and reliability 
of mandibular dental model superimposition based 
on voxel-based cone-beam computed tomography 
registration

Objective: This study was performed to evaluate the accuracy and reliability of 
a newly designed method to achieve mandibular dental model superimposition, 
using voxel-based cone-beam computed tomography (CBCT) registration. 
Methods: Fourteen dry cadaveric mandibles and six teeth extracted from 
patients with severe periodontitis were used to establish 14 orthodontic tooth-
movement models. The protocol consisted of two steps: in the first step, 
voxel-based CBCT mandible superimposition was performed; the reference 
comprised the external portion of the symphysis, extending to the first molar. 
The laser-scanned dental model image was then integrated with the CBCT 
image to achieve mandibular dental model superimposition. The entire process 
required approximately 10 minutes. Six landmarks were assigned to the teeth 
to measure tooth displacement, using tooth displacement on the superimposed 
laser-scanned mandibles as the reference standard. Accuracy was evaluated 
by comparing differences in tooth displacement based on the method and 
the reference standard. Two observers performed superimposition to evaluate 
reliability. Results: For three-dimensional tooth displacements, the differences 
between the method and the reference standard were not significant in 
the molar, premolar, or incisor groups (p > 0.05). The intraclass correlation 
coefficients for the inter- and intra-observer reliabilities of all measurements 
were > 0.92. Conclusions: Our method of mandibular dental model superim-
position based on voxel registration is accurate, reliable, and can be performed 
within a reasonable period of time in vitro, demonstrating a potential for use in 
orthodontic patients.
[Korean J Orthod 2019;49(2):97-105]

Key words: Computed tomography, Digital models, Tooth movement, Ortho-
dontic treatment

Gaofeng Hana,b    
Jing Lia,b 
Shuo Wanga,b 

Yan Liua,b 
Xuedong Wanga,b 
Yanheng Zhoua,b

aDepartment of Orthodontics, Peking 
University School and Hospital of 
Stomatology, Beijing, China
bNational Engineering Laboratory for 
Digital and Material Technology of 
Stomatology, Beijing Key Laboratory of 
Digital Stomatology, Beijing, China

Received July 18, 2018; Revised September 25, 2018; Accepted October 5, 2018.

Corresponding author: Yanheng Zhou.
Professor, Department of Orthodontics, Peking University School and Hospital of 
Stomatology, 22# Zhongguancun South Avenue, Beijing 100081, China. 
Tel +86-10-82195728 e-mail yanhengzhou@vip.163.com

How to cite this article: Han G, Li J, Wang S, Liu Y, Wang X, Zhou Y. In-vitro assessment 
of the accuracy and reliability of mandibular dental model superimposition based on 
voxel-based cone-beam computed tomography registration. Korean J Orthod 2019;49:97-105.

97

© 2019 The Korean Association of Orthodontists.

This is an Open Access article distributed under the terms of the Creative Commons Attribution Non-Commercial License 
(http://creativecommons.org/licenses/by-nc/4.0) which permits unrestricted non-commercial use, distribution, and 
reproduction in any medium, provided the original work is properly cited.

THE KOREAN JOURNAL of 
ORTHODONTICSOriginal Article

pISSN 2234-7518 • eISSN 2005-372X
https://doi.org/10.4041/kjod.2019.49.2.97

https://orcid.org/0000-0002-5269-7781
https://orcid.org/0000-0002-5610-9967


Han et al • Mandibular dental model superimposition method

www.e-kjo.org98 https://doi.org/10.4041/kjod.2019.49.2.97

INTRODUCTION

Orthodontic tooth movement has been evaluated 
using cephalometric tracing techniques and superim-
position. However, cephalometric radiographs are two-
dimensional and can therefore suffer from overlapping 
of anatomical structures, distortion, magnification, and 
difficulty in landmark identification1; thus, they may 
exhibit potential errors in the evaluation of orthodontic 
tooth movement. Consequently, and using the develop-
ment of a digital dental model, researchers have concen-
trated on models based on superimposition of three-di-
mensional (3D) serial dental images to accurately assess 
orthodontic treatment outcomes in three dimensions.2,3 
However, a method allowing mandibular dental model 
superimposition has not yet been developed, due to 
limitations regarding stable reference regions, a require-
ment for any superimposition.

For maxillary dental model superimposition, the refer-
ence in early studies was the palatal rugae,4 followed 
by the palatal vault, which was sufficiently stable for 
registration.5,6 However, for a mandibular dental model, 
a stable anatomical structure suitable for use as a regis-
tration reference has not yet been determined. An et al.7 
assessed the stability of buccal and lingual alveolar bone 
surfaces for mandibular digital model superimposition; 
notably, the results were unsatisfactory. Without stable 
regions, mandibular dental model superimposition can-
not be implemented.

Images acquired using cone-beam computed to-
mography (CBCT) can be superimposed with point-, 
surface-, and voxel-based registration, which allows 3D 
visualization of the teeth or bony effects in orthodontic 
and orthognathic surgery.8 However, the quality of CBCT 
images can be influenced by streaking artifacts. In addi-
tion, the images of the teeth are not sufficiently precise, 
especially if occlusal and interproximal surface data are 
required,9 because errors in landmark assignment and 
measurements may result. Nevertheless, in the absence 
of maxillary interference, mandibular dental model su-
perimposition is more intuitive than CBCT for assessing 

treatment outcomes, including those of orthodontic 
treatment.

In a previous study, Park et al.10 applied surface-based 
superimposition to a set of mandibular CBCT images 
and then combined digital dental models with the CBCT 
images to indirectly obtain mandibular dental model 
superimposition. While this method was innovative, 
the accuracy of the evaluation was insufficient; more-
over, segmentation of the mandible and teeth from the 
CBCT image series was time-consuming. Additionally, 
Almukhtar et al.11 compared the accuracy of voxel- and 
surface-based CBCT superimposition; they concluded 
that the latter was subject to high variability. 

The aim of this study was to test a newly designed 
method of mandibular dental model superimposition 
based on voxel-based CBCT registration, and to evaluate 
its accuracy and reliability in vitro.

MATERIALS AND METHODS

The samples used in this retrospective study were 14 
dry cadaveric mandibles, obtained from the Department 
of Anatomy and Histo-embryology of Peking University 
Health Science Center, China. Six teeth extracted from 
patients who had severe periodontitis were inserted into 
the tooth sockets of each dry mandible to establish a 
model of orthodontic tooth movement (Figure 1). The 
extracted teeth were approved for use in this project by 
the bioethics committee of the Peking University School 
and Hospital of Stomatology (PKUSSIRB-201311103). 
CBCT and laser scans of each dry mandible model were 
taken before (T1) and after (T2) the tooth was moved in 
the tooth socket to simulate orthodontic tooth move-
ment (Figure 1). CBCT scans were acquired using a New-
Tom VG scanner (Aperio Services, Verona, Italy) at the 
following settings: 110 kVp, 1–2 mA, 12 × 8 cm field of 
view, scan time of 10 seconds, and voxel size of 0.3 mm. 
The scans were exported as digital imaging and commu-
nications in medicine (DICOM) files. The laser scans were 
obtained using a 3DTALK Discover scanner (scanning 
accuracy, 0.05 mm; 3DTALK, Jiangsu, China) and ex-

A B

Figure 1. Dry mandible model 
acquisition. A, Six teeth were 
inserted into the tooth sockets 
of each dry cadaveric man-
dible to establish a dry man-
dible model. B, Laser-scan of 
a dry mandible model.
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ported as standard tessellation language (STL) files. The 
entire process, including the method and evaluation, is 
shown in Figure 2.

CBCT-based mandibular dental model superimposition 
The protocol for the superimposition method consist-

ed of two steps: i) voxel-based CBCT mandible superim-
position and ii) registration of the laser-scanned dental 
model image onto the CBCT image (Figure 3). 

In the first step, CBCT DICOM files were imported into 
Dolphin Imaging software (ver. 11.9; Dolphin Imaging & 
Management Solutions, Chatsworth, CA, USA). CBCT T1 
(CT1) and T2 (CT2) scans were opened using the fusion 
module tab of the software; this allowed the observer 
to manually move CT2 as close as possible to CT1, and 
to perform automatic voxel superimposition using sub-
regional volumes and (as reference) the basal bone of 
the mandibular body, extending from the external part 
of the symphysis to the first molar (Figure 3). CT2, with 
the new orientation, was then saved and the skeletal 
models were reconstructed using the segmentation tool 
of the software. The images were exported as STL files.

In the second step, one observer imported the CBCT 
STL files and the laser-scanned dental models T1 (LDT1) 
and T2 (LDT2) into Geomagic software (ver. 2012; Geo-
magic International, Morrisville, NC, USA). The occlusal 
surface, interproximal contact surface, and gingival area 
would affect registration accuracy; thus, the occlusal 
and buccal surfaces of the tooth from the CBCT image, 
as well as the interproximal portion of the tooth and the 
gingival area from the laser-scanned dental model im-

age, were removed (Figure 3). Then, the laser-scanned 
dental model images were integrated onto the CBCT im-
ages using the registration module. Manual registration 
was performed by selecting three points on the lingual 
cusps corresponding to each laser-scanned dental model 
image and CBCT image. Global registration was then 
applied until the two images matched as closely as pos-
sible. Completion of the above-described steps resulted 
in mandibular dental model superimposition (Figure 3). 
The entire process was conducted in <10 minutes. 

The 3D Euclidean distance was measured between the 
two superimposed surfaces in the two steps, and the 
results were evaluated according to a color-coded map 
(Figure 4), using the root mean square (RMS) (defined in 
Equation 1) to assess the initial superimposition error of 
each step.

��� � �� �������
� � ��������������

�  (Equation 1)

Laser-scanned mandible model superimposition as the 
reference standard

The scanning accuracy of the laser scanner was ade-
quate to capture 3D images of the dry mandible models. 
The laser-scanned mandible T1 (LMT1) and T2 (LMT2) 
images were imported into Geomagic software (ver. 
2012). Surface-based superimposition was performed 
using the whole mandible, with the exception of the 
tooth, as the reference. The 3D Euclidean distance of 
the two superimposed surfaces was measured and the 

3D tooth displacement
comparison

Voxel-based
CBCT mandible
superimposition

Registration of
laser-scanned

dental model onto
CBCT

Laser-scanned
mandible

superimposition

Reference
standard

Mandibular
dental model

superimposition
method

Dry mandible
models

Color-coded map
analysis

Accuracy and reliability
evaluation

Figure 2. Flowchart of the 
method and evaluation pro-
cess.
3D, Three-dimensional; CBCT, 
cone-beam computed tomog-
raphy.
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results were evaluated by display in a color-coded map 
(Figure 4). Because the mandible was identical on both 
LMT1 and LMT2 images, the measurements obtained 
from the superimposed laser-scanned mandible models 
could be used to replace the 3D entity measurement 
that served as the reference standard in this study. 

Accuracy and reliability of the mandibular dental model 
superimposition method

Landmarks were assigned to the bilateral molar mesio-
buccal cusps, premolar buccal cusps, and the midpoints 
of the incisor edge for LDT1; these were then transferred 
to LDT2, LMT1, and LMT2 using crown superimposition 
to avoid errors in assignment (Figure 5). A 3D coordinate 
system was created using the gnathion (Gn) point as the 
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Figure 4. Color-coded map of 
the registration procedure. A–
D, Color-coded visualization 
charts show the differences 
between the two images after 
the registration procedure. 
Results of (A) voxel-based 
cone-beam computed tomog-
raphy (CBCT) superimposition 
and (B) registration of the 
laser-scanned dental model 
image onto the CBCT image; C, 
the reference standard: laser-
scanned mandible superim-
position; D, color-coded vi-
sualization chart showing the 
superimposition error.
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Figure 3. Steps comprising the mandibular dental model superimposition method. A–D, Step 1: Voxel-based cone-beam 
computed tomography (CBCT) mandible superimposition. The red frame indicates the registration reference area. D, Re-
sults of voxel-based CBCT mandible superimposition. E–H, Step 2: registration of the laser-scanned dental model and 
CBCT images. Selected reference points on the CBCT (E) and laser-scanned dental model (F) images; G, initial registration 
of the two images according to the reference points; H, completion of the two steps yields mandibular dental model su-
perimposition.
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origin (0,0,0), the mandibular plane as the x–y plane, 
and the line between the Gn point and the midpoint of 
the bilateral gonion (Go) points as the x-axis (Figure 5). 
The 3D tooth displacements of the molar, premolar, and 
incisor groups were then measured. 

Accuracy was evaluated based on differences in 3D 
tooth displacements between the method and the refer-
ence standard. Two observers performed superimposition 
to evaluate reliability; the measurements were repeated 
2 weeks later by one of the observers.

Statistical analysis
Statistical analysis was performed using IBM SPSS Sta-

tistics software (ver. 22.0; IBM Corp., Armonk, NY, USA). 
The mean and standard deviation of the RMS were 
obtained for each superimposition step. Paired t-tests 
between the method and the reference standard were 
used to evaluate the accuracy of the method. The intra- 
and inter-observer reliabilities of the measurements were 
assessed by means of intraclass correlation coefficients 
(ICCs).

RESULTS

Initial superimposition error
To evaluate the error in the initial superimposition, 

the 3D Euclidean distance was measured; it is represent-

ed by a color-coded map in Figure 4. Table 1 shows the 
RMS value for each superimposition step of the method 
and laser-scanned mandible model superimposition. The 
RMS values of the voxel-based CBCT mandible super-
imposition, and of the registration of the laser-scanned 
dental model and CBCT images, were 0.09 ± 0.04 mm 
and 0.23 ± 0.02 mm, respectively. The RMS value for the 
laser-scanned mandible model superimposition was 0.04 
± 0.01 mm, indicating that the reference standard was 
reasonable and that its use was feasible.

Accuracy of the method
Accuracy was evaluated based on the differences in 

Pre-movement
Post-movement

A B

C

X

Z

Y

Figure 5. Landmark assign-
ment and three-dimensional 
(3D) tooth displacement mea-
surements. A, Landmarks were 
assigned to the bilateral molar 
mesio-buccal cusps, premolar 
buccal cusps, and midpoints 
of the incisor edges. B, Red 
circle: landmark transferred 
using crown superimposition 
to avoid errors in assignment. 
C, The 3D coordinate system.

Table 1. Descriptive statistics for differences between the 
two images after the registration procedure (mm)

Registration procedure Data

Voxel-based CBCT mandible 
   superimposition

0.09 ± 0.04 (0.05–0.17)

Registration of laser-scanned 
   dental model onto CBCT

0.23 ± 0.02 (0.17–0.27)

Laser-scanned mandible 
   superimposition

0.04 ± 0.01 (0.02–0.06)

Values are presented as mean ± standard deviation (range). 
CBCT, Cone-beam computed tomography.



Han et al • Mandibular dental model superimposition method

www.e-kjo.org102 https://doi.org/10.4041/kjod.2019.49.2.97

3D tooth displacements between the method and the 
reference standard. A statistical description and the in-
ferred tooth displacement differences are shown in Table 
2. With respect to 3D displacements, the differences be-
tween the method and the reference standard were not 
significant in the molar, premolar, or incisor groups (p > 
0.05); the means were all < 0.1 mm, thereby indicating 
statistical accuracy and clinical acceptability of the man-
dibular dental model superimposition method.

Reliability of the method
The inter-observer reliability of the method was deter-

mined by comparing the tooth displacement measure-
ments of two observers, using ICCs and 95% confidence 
intervals. The same observer repeated the measurements 
after 2 weeks to determine intra-observer reliability. 

Table 3 shows the ICC results for the inter- and intra-
observer reliabilities of all measurements. The ICC values 

were consistently > 0.92, indicating that this method is 
reliable.

DISCUSSION

This study presented and tested a new method for 
mandibular dental model superimposition. A previously 
described, indirect method of mandibular dental model 
superimposition using CBCT surface-based registration 
and an integrated 3D digital model with CBCT tooth 
portions10 was insufficiently accurate and time-consum-
ing for usage.

In contrast, in our method, the first step consists of 
voxel-based CBCT mandible superimposition; in the 
second step, the skull model is reconstructed without 
segmenting the mandible and teeth from the CBCT im-
age, which results in considerable time savings. Voxel-
based CBCT superimposition differs from point- or 
surface-based superimposition, which uses volumetric 
units stored in a CBCT DICOM format. Each voxel has 
a unique gray-scale value that depends on the opacity 
of the structure scanned in that volume.12 Gray-scale 
differences in the voxels are then used to align the two 
CBCT images based on a maximum mutual information 
algorithm.13 The voxel-based method for CBCT superim-
position was introduced by Cevidanes et al.14 and proven 
to be accurate and reliable.15-17 Following developments 
in voxel-based CBCT mandible superimposition,18,19 Ko-
erich et al.19 evaluated the accuracy of the modality by 
calculating the RMS. The results obtained with living 
subjects (RMS ≤ 0.105) were similar to those obtained 
with dry skulls (RMS ≤ 0.184). Those results provided 
further evidence to support the accuracy and reproduc-
ibility of voxel-based CBCT mandible superimposition; 
this method was less time-consuming than surface-
based superimposition.

Previous studies have recommended various methods 
for the registration of laser-scanned dental model im-

Table 2. Differences in tooth displacement between the 
mandibular dental model superimposition method and 
the reference standard (mm)

Tooth
Dimension

X Y Z

GI 0.03 ± 0.11 −0.01 ± 0.18 0.01 ± 0.15

   t 1.462 −0.288 0.350

   p 0.155 0.776 0.729

GP 0.02 ± 0.12 −0.02 ± 0.15 0.01 ± 0.15

   t 1.062 −0.610 0.462

   p 0.297 0.547 0.648

GM 0.02 ± 0.12 −0.03 ± 0.12 0.02 ± 0.16

   t 1.080 −1.309 0.631

   p 0.290 0.202 0.534

GI, Incisor group; GP, premolar group; GM, molar group.

Table 3. Intraclass correlation coefficients and confidence intervals for repeated measurements

Tooth Dimension Intra-observer 95% CI Inter-observer 95% CI

GI X 0.999 0.999–1.000 0.921 0.828–0.963

Y 0.999 0.999–1.000 0.999 0.999–1.000

Z 0.999 0.999–1.000 0.999 0.998–1.000

GP X 0.999 0.999–1.000 0.999 0.999–1.000

Y 0.999 0.999–1.000 0.999 0.999–1.000

Z 0.998 0.996–0.999 0.997 0.993–0.998

GM X 0.999 0.999–1.000 0.999 0.999–1.000

Y 0.999 0.999–1.000 0.999 0.999–1.000

Z 0.998 0.995–0.999 0.997 0.994–0.999

CI, Confidence interval; GI, incisor group; GP, premolar group; GM, molar group.
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ages onto CBCT images.9,20 Noh et al.9 compared the 
influence of the registration area on the accuracy of 
registration and found no significant differences in ac-
curacy for the mandibular arch, according to the area 
selected; however, differences in the maxillary arch were 
significant. Ye et al.21 integrated dental model and CBCT 
images using global registration; the registration er-
ror ranged from 0.163 to 0.345 mm, according to the 
voxel size. In our method, the global registration region 
comprised the whole tooth crown, except for the occlu-
sal and buccal surfaces, based on the occlusion contact 
area. Because more tooth-crown data can be obtained 
from dry mandible models than from living patients, oc-
clusal and buccal tooth surfaces were removed from the 
dry mandible models, in order to avoid any influence 
of registration area and to simulate clinical patients as 
much as possible. 

In this study, the RMS results for voxel-based CBCT 
mandible superimposition, and for the registration of 
the laser-scanned dental model images onto the CBCT 
images, were similar to those reported in previous publi-
cations; this supported the accuracy of each step of this 
method and its clinical utility. Each step of the method 
is independent of the others, such that adding the RMS 
value of each step to evaluate the accuracy of the whole 
process would have been inappropriate. In previous 
publications, in the absence of a reference standard, 
the RMS value was considered a reliable index of the 
superimposition error. However, this assumption may 
cause bias when the RMS value is used to evaluate the 
superimposition error of two surface models from differ-
ent sources, such as CBCT and laser-scanned dental im-
ages. In addition, the loss of occlusal and interproximal 
surface data for the CBCT-reconstructed model would 
magnify, or distort, the RMS value. To some extent, 
evaluating superimposition error in the context of multi-
source data registration is imprecise. 

To evaluate the accuracy of our method, a 3D en-
tity measurement would have been the gold standard. 
However, it was not possible to establish a common 
coordinate system in the entity models to measure tooth 
movement in three dimensions. We instead adopted 
laser-scanned mandible superimposition as the reference 
standard. The RMS value of laser-scanned mandible 
superimposition was 0.04 mm, which indicated that the 
two mandibles were in the same position and justified 
the use of 3D tooth displacements on the superimposed 
laser-scanned mandible as the reference standard. The 
accuracy of the method was then appropriately evalu-
ated, based on the difference in tooth displacement 
between the method and the reference standard. The 
absence of statistically significant differences indicated 
the accuracy of the method and supported its clinical 
relevance. Furthermore, the ICC values of all measure-

ments were excellent, demonstrating the reliability of 
the method. Furthermore, the whole process required 
less than 10 minutes in vitro, which was slightly smaller 
than that required in a patient (approximately 12 min-
utes).  

With this method, CBCT imaging is necessary to ob-
tain model superimposition. It requires additional ra-
diation and cost, which may be a shortcoming of the 
current method. Furthermore, dry cadaveric mandibles 
without soft tissue were used in this study; although 
their CBCT images may differ from those of living pa-
tients, Lee et al.13 previously used dried human skulls to 
evaluate 3D CBCT image fusion based on a maximum 
mutual information algorithm. In the method of Koerich 
et al.,19 the accuracy of voxel-based CBCT mandible su-
perimposition was assessed using CBCT scans of dried 
mandibles, and mandibles in living patients; importantly, 
the registration error results were similar. Nairn et al.22 
used six dry skulls to determine the accuracy of replac-
ing CBCT dentition images with digital dentition images. 
Although the CBCT images of dried skulls differed from 
those of living patients, the superimposition error was 
similar, supporting the feasibility of using dried skulls 
in accuracy evaluations. Moreover, the artifacts of CBCT 
images produced by metallic restorations cannot yet be 
resolved; we recommend that these portions should be 
removed before superimposition.

As noted above, the registration reference for voxel-
based CBCT superimposition must be stable and remain 
unaffected by treatment or growth. Nada et al.23 com-
pared the anterior cranial base and zygomatic arches 
for voxel-based CBCT superimposition and concluded 
that the left zygomatic arch could be used as a stable 
structure for the superimposition of smaller field of view 
CBCT scans where the anterior cranial base is not vis-
ible. Ruellas et al.24 evaluated three reference regions for 
mandibular superimposition based on voxel registration 
and concluded that the mandibular body mask was a 
reliable reference. In our study, the dry mandible models 
featured no bone remodeling, such that the reference 
area used in voxel-based CBCT superimposition was sta-
ble in adult patients; however, whether this area is also 
stable in growing patients remains to be determined. 
Consequently, our method is suitable for adult patients, 
but an analogous method for growing patients, in which 
a stable area has been confirmed, is still needed. 

Before applying this method to evaluate orthodontic 
treatment outcomes in three dimensions, more data 
from real patients should be used to further validate our 
approach. Thus, this can serve as a pilot study for sub-
sequent superimposition.
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CONCLUSION

Our method of mandibular dental model superimposi-
tion based on voxel registration is accurate, reliable, and 
can be performed within a reasonable period of time in 
vitro, demonstrating a potential for use in orthodontic 
patients.
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