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Morphologic reproducibility in 6 regions
of the 3-dimensional facial models
acquired by a standardized procedure:
An in vivo study
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Introduction:A standardized procedure was proposed to control involuntary motion and other factors during the
capture of structural light scanning that could influence the morphology of 3-dimensional facial models;
interoperator reproducibility was evaluated. Methods: Twenty subjects volunteered for facial scanning. Three
researchers scanned each volunteer 3 times on the same day using the FaceScan structural light scanning sys-
tem (Isravision, Darmstadt, Germany) and after the proposed procedure. Captures were done at 5-minute
intervals. The 3 facial scans acquired by the same researcher were compared by reverse engineering
software (Geomagic; 3D Systems, Rock Hill, SC). Six facial regions, including forehead, nose, paranasal,
upper lip, lower lip and chin, and cheek, were divided. With the first scan as a reference, the other 2 scans
were registered, and surface-to-surface distance maps were acquired to calculate the mean, standard
deviation, and root mean squares (RMS) between 2 surfaces. The reproducibility between 3 researchers was
then evaluated by a 1-way analysis of variance. Results: The mean of 6 facial regions was close to 0. The
RMS of lip regions were largest (0.48-0.53 mm), the forehead was smallest (0.21 mm), and the others ranged
0.37 mm to 0.42 mm. The standard deviation was slightly smaller than RMS and had the same trend of change.
There was no significant difference in RMS among the 3 researchers (P .0.05). Conclusions: With the
constraint of the standardized procedure, the morphologic reproducibility of facial models in 6 regions was satis-
fying. (Am J Orthod Dentofacial Orthop 2022;161:e287-e295)
Changes in facial morphology are of great concern
in orthodontics and dentofacial orthopedics. For
recording facial morphology, 3-dimensional (3D)

facial models are superior to 2-dimensional photo-
graphs. Structural light scanning (SLS) is a 3D facial
recording method that reproduces the shape, color,
and texture of the human face in the OBJ file format.
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In most research, 3D facial models are still measured in
length and angle.1-10 It has been shown that the
SLS system demonstrated high accuracy, reliability, and
reproducibility2,3,11-14 in linear and angular
measurements. The nominal accuracy of the FaceScan
(Isravision, Darmstadt, Germany) SLS system is 0.2 mm,
and practical accuracies for length and angle
measurement were �0.29 6 0.53 mm and 0.12� 6
2.69�, respectively.3 However, linear and angular mea-
surements fail to take full advantage of a huge amount
of information recorded. Facial volume measurement
was first proposed in 1954,15 and is widely used in the
field of orthognathic,16-19 rejuvenation surgery,20 facial
growth,21,22 infantile hemangioma,23 cleft lip defor-
mity,24 and other circumstances in which facial volume
change.25,26 Nowadays, it has become more and more
popular to register 2 different 3D scans, generate
surface-to-surface distance maps to demonstrate possible
change. The volume measurement and the distance maps
have 2 problems: (1) the reproducibility of facial model
morphology has scarcely been studied. Thus no one can
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Fig 1. The 2-plane leveling and alignment lasers and the
fixing and adjusting devices: A, orthogonal laser; B, 2-
way focusing adjuster; C, customized connectors; D,
the pole of SLS machine; 1, up and down adjustment
knob; 2, left and right adjustment knob.
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tell howminimum volume change can be detected by SLS;
(2) the definition of facial region is vague and different
studies have different regions proposed.

Secher et al13 found that head position, facial expres-
sion, mandibular position, occlusion, and forehead
exposure (relating to registration) may influence facial
morphologic reproducibility in SLS. Rawlani et al25

also found that subtle facial expressions may result in
apparent volumetric alterations in the mid and lower
face. In 2019, there is a systematic review and meta-
analysis for the reliability of optical devices for 3D facial
anatomy description, which concluded that for surface-
to-surface measurements, the fast device should be
preferred, and dedicated protocols devised to avoid mo-
tion artifacts.14

To reduce the error during the SLS capture, a new
standard procedure was developed to control head posi-
tion, facial expression, mandible position, occlusion,
forehead exposure, and other instrumental factors. A
new method to divide the face into 6 regions was also
proposed: the forehead, nose, paranasal area (left and
right), cheek (left and right), upper lip, and lower lip
and chin.

The purpose of this study was to establish a standard-
ized procedure to acquire highly reproducible 3D facial
models for a real person and test the reproducibility in
6 facial regions.
MATERIAL AND METHODS

Twenty volunteers were recruited from Peking Uni-
versity School of Stomatology. Inclusion criteria were
aged 18-30 years with a balanced face. Exclusion criteria
were obvious facial deviation (.3 mm chin deviation,
asymmetry of bilateral buccal soft tissues), severe skel-
etal Class II and III malocclusion, congenital facial defor-
mity (such as cleft lip and palate). This study was
approved by the ethics committee of Peking University
School of Stomatology, Beijing, China (no. PKUSSIRB-
201942005). Informed consent was obtained from all
volunteers in writing.

Three researchers (X.W, Z.L, and J.D) individually
captured SLS (FaceScan) 3 times for each volunteer.
Each capture was 5 minutes apart, and the scan time
was 0.8 seconds. During the interval, the subject can
talk and walk outside to simulate different visits. The or-
der of the 3 researchers was randomly decided by the
stochastic indicator.

In the proposed procedure, the materials and tools
are listed as follows (Fig. 1): (1) SLS machine (FaceScan);
(2) height-adjustable round stool, with a height range of
48-68 cm; (3) 2-plane leveling and alignment lasers
(GCL2-15G; Bosch, Gerlingen, Germany); and (4) 2-
March 2022 � Vol 161 � Issue 3 American
way focusing adjuster (Velbon Super Mag Slider) and
customized connectors (to fasten the 2-way focusing
adjuster and the alignment lasers to the pole of the
SLS machine).

During each capture, the standardized procedure was
followed: (1) inform the subject that we will take a 3D
photograph and let the subject know what will be ex-
pected of them later; train the subject’s natural head po-
sition, jaw rest position, and neutral expression13 several
times; (2) make sure the whole forehead is exposed; (3)
adjust the seat height to ensure the head is within the
exposure coverage of the machine. The forward-
backward and left-right position of the seat was fixed
in advance (Fig. 2), which was the same for all subjects;
(4) adjust the mirror behind the subject bilaterally to
make its bracket foot conform to the predetermined
mark on the ground (Fig. 2). This step makes sure the
SLS machine works in the same condition; (5) ask the
volunteer to sit upright with both hands on the thighs,
look straight ahead, with their head in a comfortable
and balanced position (Fig. 2). Then, tell the subject to
close their eyes. Adjust the head position into estimated
natural head position (eNHP)27 with an orthogonal laser;
(6) tell the subject to open their eyes, look straight ahead,
and wear neutral expression25 with mandible at a relaxed
Journal of Orthodontics and Dentofacial Orthopedics



Fig 2. A patient positioned for standardized image acqui-
sition: A, bilateral mirrors in which yaw angle of the head
can be observed;B, predeterminedmark on the ground to
regulate the position of the round stool and the bracket
foot of the mirrors; C, orthogonal lasers projected onto
the patient’s face, note the vertical laser passes through
the midsagittal plane, whereas the horizontal laser
passes between infraorbital margin and nose tip.

Wang et al e289
position; (7) press the shutter, check the completeness of
the scan (especially the lower margin of the mandible,
the nose tip, the lip commissure, and the tragus), and
export in the OBJ file format. The researcher’s gaze
should pass through the center of the subject's face
and be perpendicular to it all the time; the wrong
viewing angle will lead to misjudgment of eNHP.

The standard of eNHPwas studied by the 3 researchers
previously, who had assessed 20 pairs of frontal and
lateral photographs individually and wrote down how
the subject’s head deviates from natural head position
(NHP), using “pitch down, pitch up, roll left, roll right,
yaw left, yaw right” in the description. Then, the opinions
about the head position were checked, discussed, and
corrected until a consensus about eNHP was reached. In
the standard procedure, the subjects’ head was adjusted
to eNHP, meeting the accepted standards.

With the autocalibration function, the orthogonal
laser emits a horizontal laser parallel to the ground plane
and a vertical laser perpendicular to it. The lasers pro-
jected onto the face were not only a frame of reference
to evaluate the head position but also a record of the
world coordinate system. To avoid potential harm to
American Journal of Orthodontics and Dentofacial Orthoped
the eyes, the eyes should be closed before the laser to
be adjusted to the ideal position, in which the vertical
laser passes through the midsagittal plane, whereas the
horizontal laser passes between the infraorbital margin
and nose tip (Fig. 2). The laser height and left-right po-
sition were adjustable by the 2-way focusing adjuster.

The 3 different scans shot by the same researcher
were processed by the Geomagic 2014 (2014, Germany)
software (3D Systems, Rock Hill, SC). The process flow
was as follows:

1. Alignment and registration: the first model was set
to the fixed module, whereas the second and third
models were floating modules to match the first
model. The 3 different facial models were aligned
preliminarily on the basis of 6 landmarks (bilateral
endocanthion, bilateral exocanthion, and postero-
tragion; Table I, Fig. 3). Because the forehead re-
mains relatively fixed with facial animations,25 it
was chosen for matching different scans by iterative
closest point algorithm, which was also called regis-
tration. How to define the forehead boundary will
be discussed later. This step realizes the superimpo-
sition of 3 different facial models.

2. Facial region division (Fig. 3): the facial region was
divided into 2 types of boundaries, including the
boundary with clear landmarks or boundary with
no clear landmarks (BNCL). The boundary with clear
landmarks was obtained by the draw operation:
locate 2 end points and automatically draw an arc
on the model with the shortest distance between
the 2 landmarks. BNCL was used for 2 conditions:
(1) the area between 2 points was unsmooth, such
as the lower border of the upper lip and the upper
border of the lower lip; and (2) no clear landmarks
were included, such as the lower border of the
mandible and the upper border of the forehead.
Any number of points can be used in BNCL to
make it conform to the shape of the actual model
as much as possible. BNCL was subjective and should
be checked 3-dimensionally.
The landmarks used in the proposed method are in
Table I.
As a result, 6 regionswere acquired in 1 of the 3 facial
models (Fig. 3), and they should be the same as the
other 2 models as far as possible. The project func-
tion was used to copy boundaries in different
models, especially useful in the smooth area without
clear landmarks. The whole boundaries of the fore-
head and the lower border of the mandible were
copied by the project function, whereas the other
borders were obtained in the same way introduced
earlier.
ics March 2022 � Vol 161 � Issue 3



Table I. Abbreviations and definitions of landmarks used in the study

Landmark Abbreviations Definition
Endocanthion en’ Most medial point of the palpebral fissure, at the inner commissure of the eye; best seen when the subject is

gazing upward
Exocanthion ex’ Most lateral point of the palpebral fissure, at the outer commissure of the eye; best seen when the subject is

gazing upward
Posterotragion pt’ The most posterior point on the tragus
Sellion se’ Deepest midline point of the nasofrontal angle
Parasellion* ps’ The most concave point between the se’ and en’
Ciliare lateralis cl’ The most lateral peak and extent of the eyebrow
Ciliare medialis cm’ The most medial and inferior corner of the eyebrow (not present when the eyebrows cross glabella)
Subnasale sn’ The median point at the junction between the lower border of the nasal septum and the philtrum area
Subalare sbal’ The inferior point at the junction of each nasal alar base with the philtrum area
Alar curvature point ac’ The most posterolateral point of the curvature of the baseline of each nasal ala
Alare al’ The most lateral point on the nasal ala
Cheilion ch’ Outer corners of the mouth where the outer edges of the upper and lower vermilions meet
Chin foot point* cf’ Through ch’ draw a line perpendicular to the lower border of mandible; The intersection point is cf’
Gnathion gn’ The median point halfway between pg’ and me’

pg’: Most anterior midpoint of the chin, located on the skin surface anterior to the identical bony landmark
of the mandible

me’: Most inferior median point of the chin
Gonion go’ The most lateral point on the mandibular angle, adjacent to go, identified by palpation
Paranasal point* pna’ The intersection point of connection of al’-pt’ and ex’-ch’

Note. Landmarks were positioned assuming the FH position. The upper corner maker (’) refers to capulometric landmarks (on soft tissue) apart from
craniometric landmarks (on the skull).
*Defined by authors; the other points refer to Caple and Stephan.42
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3. Facial deviation analysis: each of the 6 regions can
be chosen individually to calculate the deviation
of any 2 different facial models through the devia-
tion and 3D compare function, Figure 4. The 6 re-
gions make up the whole face. Mean (m), standard
deviation (SD), and root mean square (RMS) were
adopted to measure the morphologic deviation of
different models in different regions; m is the
mean value of the distance (Xi) between the corre-
sponding points (no. of points is N) of 2 different
models, which can be positive, negative, or zero.
The definition of SD and RMS were as follows:

SD 5

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
1
N

XN
i5 1

ðXi � mÞ2
vuut

RMS 5

ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
1
N

XN
i5 1

Xi
2

vuut

Statistical methods

Facial scans of 19 subjects were analyzed, whereas 1
subject was excluded because of obvious face cover.
Each subject had 9 scans, acquired by 3 investigators.
March 2022 � Vol 161 � Issue 3 American
Three scans by 1 investigator were processed in Geoma-
gic 2014 software simultaneously to get 3 sets of data (m,
SD, and RMS). Each scan was divided into 6 regions:
forehead, nose, paranasal, upper lip, lower lip and
chin, cheek, and add up to the whole face. Therefore,
for each facial region, there were 171 sets of data, and
7 regions come up to 1197 sets of data. SPSS statistical
software (version 23.0; IBM, Armonk, NY) was used for
descriptive statistics and verified reliability by 1-way
analysis of variance.

RESULTS

Forty extremes for RMS (40 out of 1197) were found
by boxplot: 4 in the forehead (4 out of 171), 10 in the
nose (10 out of 171), 6 in the paranasal region (6 out
of 171), 6 in the upper lip (6 out of 171), 8 in the lower
lip and chin (8 out of 171), 2 in the cheek (2 out of 171)
and 4 in the whole face (4 out of 171). These extremes
were excluded. The study focused on the measurement
error of different facial regions during capture and pro-
cessed the scans under normal conditions. The 40 ex-
tremes might occur in the condition that scans defects
and bad forehead registration outcome, which was not
within consideration.

The descriptive statistics of m, SD, and RMS are in
Tables II-IV. According to Table II, it can be found that
the mean values of m were very close to 0 for the 7
Journal of Orthodontics and Dentofacial Orthopedics



Fig 3. The landmarks used and facial region division. Pictures I and II show the landmarks used in the
study. Picture III shows the 6 facial regions: A, forehead; B, nose; C, paranasal region (bilateral); D,
upper lip; E, lower lip and chin; F, cheek (bilateral). The orange in pictures I and II are curves, whereas
the red in picture III are boundaries. The erase of useless curves and the convert into boundaries are
realized in Geomagic (3D Systems, Rock Hill, SC).

Fig 4. Facial deviation analysis in 6 facial regions and the whole face.
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regions, which shows that the mean value of the distance
difference between the corresponding points in the 2
different facial models was about 0. SD represents the
discrete trend of the distance difference between the
corresponding points on 2 different facial models. Ac-
cording to the formula, SD and m jointly determine the
RMS. Because m was close to 0 and can be positive or
negative, RMS was slightly greater than SD. Therefore,
RMS can better reflect the deviation of corresponding
points in 2 different facial model regions.

Because the registration was based on the forehead,
its RMS was the smallest (0.2141 mm; Table IV). It is
American Journal of Orthodontics and Dentofacial Orthoped
worth noting that the RMS of the forehead was not
close to 0, indicating that even if it was considered
a stable area and matched by iterative closest point al-
gorithm,28,29 it still has certain deviation because of
structural light imaging quality, subject’s expression,
and other factors. The RMS of the lower lip and chin
(0.5345 mm) was the largest, after the RMS of the up-
per lip (0.4771 mm), which may be related to the de-
viation of mandible position and expression of the lip.
The lower lip and chin were the farthest from the fore-
head area may be another possible reason for its large
deviation.
ics March 2022 � Vol 161 � Issue 3



Table II. Descriptive statistics of m in 6 facial regions
plus the whole face (in mm)

Region Mean 6 SD 95% CI
Forehead �0.0020 6 0.0124 �0.0039 to �0.0001
Nose 0.0085 6 0.1276 �0.0114 to 0.0283
Paranasal region 0.0071 6 0.2233 �0.0273 to 0.0414
Upper lip �0.0339 6 0.2764 �0.0764 to 0.0086
Lower lip and chin 0.0140 6 0.3564 �0.0412 to 0.0691
Cheek �0.0021 6 0.1953 �0.0318 to 0.0275
Whole face 0.0008 6 0.1238 �0.0181 to 0.0198

Table III. Descriptive statistics of SD in 6 facial regions
plus the whole face (in mm)

Region Mean 6 SD 95% CI
Forehead 0.2112 6 0.0464 0.2041-0.2183
Nose 0.3932 6 0.0927 0.3788-0.4076
Paranasal region 0.3077 6 0.0756 0.2960-0.3193
Upper lip 0.4012 6 0.1167 0.3832-0.4191
Lower lip and chin 0.4177 6 0.1544 0.3938-0.4416
Cheek 0.3743 6 0.1477 0.3519-0.3967
Whole face 0.3726 6 0.0980 0.3576-0.3876

Table IV. Descriptive statistics of RMS in 6 facial re-
gions plus the whole face

Region Mean 6 SD 95% CI
Forehead 0.2141 6 0.0329 0.2090-0.2191
Nose 0.4119 6 0.0991 0.3964-0.4273
Paranasal region 0.3728 6 0.1049 0.3567-0.3890
Upper lip 0.4771 6 0.1548 0.4533-0.5008
Lower lip and chin 0.5345 6 0.1981 0.5038-0.5651
Cheek 0.4195 6 0.1545 0.3960-0.4429
Whole face 0.3906 6 0.1051 0.3745-0.4066

Table V. One-way analysis of variance comparing the
RMS of 3 researchers

Region F P value
Forehead 1.52 0.22
Nose 1.73 0.18
Paranasal region 0.44 0.64
Upper lip 0.35 0.70
Lower lip and chin 1.14 0.32
Cheek 0.09 0.91
Whole face 0.46 0.63
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The reproducibility among the 3 researchers was
evaluated by a 1-way analysis of variance, and the results
were shown in Table V. The P value of the 7 facial re-
gions were all.0.05, indicating that there was no statis-
tical difference in the scans of the 3 researchers.

DISCUSSION

A standardized procedure to raise the reproducibility
of facial scans in a live subject was proposed in this
study. This study adopted a surface-to-surface distance
map to calculate 3D error instead of linear and angular
measurements in tradition, which provided a reference
for future facial volume measurements. The reproduc-
ibility was assessed by 6 facial regions of interest in
the field of orthodontics and orthognathic. The proced-
ure to divide the 6 regions was proposed and described
clearly in this study.
March 2022 � Vol 161 � Issue 3 American
Several studies also adopted surface-to-surface dis-
tance maps to evaluate the reproducibility of 3D facial
scanners. Kau et al30 had evaluated the reproducibility
of Minolta Vivid 900 laser-scanning devices in 40 sub-
jects. It suggested the mean shell deviations in the super-
imposition of whole faces were 0.31 6 0.08 mm for
scans taken 3 minutes later and 0.40 6 0.11 mm for
scans 3 days later. The result was similar to 0.39 6
0.11 mm (RMS for the whole face) in this study. Howev-
er, the reported manufacturing accuracy of Minolta
Vivid 900 was 0.1 mm, which was smaller than FaceScan
(0.2 mm) in this study. Secher et al13 verified the repro-
ducibility of the DAVID SLS-2 scanner in 10 adults, each
scanned twice. The result was that SD values range from
0.3 mm in the eyes; 0.3-0.35 mm in the forehead and
nose; 0.5-0.6 mm in the mouth, cheek and chin region;
and.2 mm in the neck region. Compared with the cur-
rent study—in addition to the SD value in the nose region
(0.34 mm) slightly smaller than in this study (0.39 mm)—
SD values in the other corresponding regions were
greater, proving the proposed standardized procedure
was effective. Mau�es et al31 studied the reproducibility
of a low-cost Microsoft Kinect Scanner in 10 patients;
for 10 anatomic facial regions of interest, the SD ranged
0.31 mm to 1.10 mm, which was greater than the results
of this study. Gibelli et al32 studied the reproducibility of
a low-cost Sense Scanner in 50 adults; the RMS for the
whole face was 0.426 0.17 mm by intradevice compar-
ison, which was greater than 0.39 6 0.11 mm in this
study.

In addition, the studies mentioned above, other
studies were focused on verifying the practical accu-
racy of new facial scan devices by comparison with
the golden standard. Camison33 compared Vectra H1
handheld 3D photogrammetry system with validated
3dMD stereophotogrammetry system in 26 adults.
The average RMS value of 26 surface-to-surface com-
parisons was 0.43 mm for the whole face (range, 0.33-
0.59 mm). Gibelli et al34 compared portable Vectra H1
with static Vectra M3 devices in 50 adults; each had 4
facial scans (2 for each instrument). The RMS values
Journal of Orthodontics and Dentofacial Orthopedics
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for the whole face were 0.22 6 0.14 mm, 0.44 6 0.36
mm, and 0.52 6 0.14 mm for M3-M3, H1-H1, and
M3-H1, respectively. Zhao et al35 compared FaceScan
and 3dMD with a high-accuracy line-laser scanner
(Faro) in 10 patients; each had 3 facial scans. The
respective RMS for the whole face of FaceScan and
3dMD was 0.57 6 0.07 mm and 0.58 6 0.11 mm.
Knoops et al36 had 8 adults acquired facial scans using
4 3D scanners: relative to the 3dMD, accuracy was the
highest for M4D Scan (90% within 2 mm; RMS of 0.71
6 0.28 mm), followed by Avanto magnetic resonance
imaging (86%; 1.11 6 0.33 mm) and structure sensor
(80%; 1.33 6 0.46 mm). Although the results were
mostly based on the surface-to-surface comparison
of different devices, as long as a real person was
captured, the results cannot eliminate the influence
of involuntary motion. Therefore, they still had some
reference significance. In this study, the RMS of the
whole face was 0.39 6 0.11 mm, with a 95% confi-
dence interval [CI] of 0.37-0.41 mm, which was similar
to studies by Camison et al33 and Gibelli et al,34

whereas smaller than studies by Zhao et al35 and
Knoops et al.36

The 95% CI of RMS can provide a reference for min-
imum detectable facial volume change in future
research. For example, the 95% CI of the cheek was
0.3960-0.4429 mm. If the RMS of the cheek was within
the range of 0.3960-0.4429 mm before and after treat-
ment, it suggests no volume change of buccal soft tissue.
The observed change could be considered beyond mea-
surement error if RMSwas greater than the upper limit of
95% CI.

The limitations of forehead registration may be the
important reason for the 40 extremes of RMS. The fore-
head was believed stable and widely used as a registra-
tion area in previous studies.37 If there was a distinct
inconsistency between the forehead area of 2 facial
models, they could not overlap perfectly. The possible
reasons for forehead registration failure were (1) the im-
aging quality of structured light scanning was limited,
and thus, deformation of forehead occurs; (2) it was
difficult to achieve absolute neutral expression; (3) the
proportion of forehead was relatively small for some
people; according to the results, 26 of the 40 extreme
points appear in people with the small forehead. There-
fore, the improvement strategies were (1) control factors
that affect the imaging quality, such as ambient light; (2)
train the subjects to achieve neutral expression and
check the subjects’ expression before pressing the
shutter; and (3) expand the registration area as much
as possible.

Rest jaw position38 was adopted in this study, main-
tained by passive visco-elastic forces in perioral soft
American Journal of Orthodontics and Dentofacial Orthoped
tissues rather than postural stretch reflexes.39 Thus, the
buccal soft tissue volume was not influenced by the
contraction of the masticatory muscle. However,
the rest jaw position does not define the lip closure or
not, which may be an important reason for the largest
RMS of the lip regions. Lip contact position was devel-
oped by Watarai et al,40 placing the mandible in a phys-
iological rest position. It demonstrated excellent
reproducibility compared with the rest jaw position.
Another benefit was, if the lips were closed, the lower
border of the upper lip and the upper border of the lower
lip would be simplified into 1 line. It was advised that
“jaw relaxation, no occlusion, and lip closure” should
be emphasized during instruction.

The repeatability of eNHP was proved to be higher
than that of registered natural head position (including
self-balanced NHP and mirror method).41 Limited to
the design of FaceScan structural light scanner, the sub-
ject’s head needs to lean on the head bracket at the back
of the instrument during capture. Otherwise, the nose tip
may be incomplete on the 3D facial model. Because of
the head may be influenced by the bracket, the self-
balanced NHP was not achievable. Moreover, the sub-
ject’s eyesight will be blocked by the component of the
FaceScan machine, so it was impossible to install a
mirror directly in front of the subject with the proper
size and location. In other words, it was not possible
to acquire NHP with the aid of a mirror. In this study,
eNHP was based on the subject’s proprioception and
the researcher’s subjective assessment assisted by
orthogonal lasers and was different from the definition
of NHP in previous studies.27,41
CONCLUSIONS

This in vivo study proposed a standardized proced-
ure to acquire highly reproducible 3D facial models
through structured light scanning. The 6 facial regions,
including forehead, nose, paranasal area, upper lip,
lower lip and chin, and cheek area, demonstrate satis-
fying interclass reproducibility. The 95% CI of RMS
provides a reference for facial volume change assess-
ment.
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